17631 North 25th Avenue » Phoenix, AZ 85023

L E G E N D P (602) 324-6100 - F (602) 324-6101

Technical Services, Inc.

www.legend-group.com

04 September 2013

Yellow Jacket Drilling Services
Valued Client

POB 801

Gilbert, Arizona 85299

RE: Drinking Water
Laboratory Work Order No.: 3080194

Legend Technical Services of Arizona, Inc. is pleased to provide the enclosed analytical results for the
aforementioned project. These results relate only to the items tested. This cover letter and the
accompanying pages represent the full report for these analyses and should only be reproduced in full.
Samples for this project were received by the laboratory on 08/04/13 12:46.

The samples were processed in accordance with the Chain of Custody document and the results
presented relate only to the samples tested. The Chain of Custody is considered part of this report.

All samples will be retained by LEGEND for 30 days from the date of this report and then discarded
unless other arrangements are made.

This entire report was reviewed and approved for release by the undersigned. [f you have any questions
concerning this report, please feel free to contact me.

Sincerely,
LEGEND TECHNICAL SERVICES OF ARIZONA, INC.

Cory Lund

Client Services Representative
(602) 324-6100

This laboratory report is confidential and is intended for the sole use of LEGEND and it's client.
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Valued Client
POB 801
Gilbert, Arizona 85299

Project: Drinking Water
Project Number: New Source HAMP 13-0111 AZ
Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

ANALYTICAL REPORT FOR SAMPLES

Sampie ID Laboratory ID Matrix Type Date Sampled Date Received
Hamp Well #2 (Z1, 845) 3080194-01 Drinking Water Grab 08/04/13 05:00 08/04/13 12:46
Sample Condition Upon Receipt:

Temperature: 260C

Case Narrative:

Holding Times:
QAJ/QC Criteria:

Comments:

All samples were received in acceptable condition uniess noted otherwise in the case

narrative.

All holding times were met unless otherwise qualified.

All analyses met method requirements unless otherwise qualified.

Certifications: AZ(PHX)0004, AZ(TUC)0O004, AIHA#102982, CDC ELITE Member.

Accreditation is applicable only to the test methods specified on each scope of accreditation held by LEGEND.

There were no problems encountered during the processing of the samples, unless otherwise noted.
All samples were analyzed on a "wet" basis unless designated as "dry weight".

The sample was turbid in apparent color. In order to record the true color, the sample was centrifuged
at 4500 rpm for 10 minutes. This resulted in a pelet at the bottom of the sample. The supernatant was
poured off and the true color was taken from this portion of the sample . 8/6/13 CL

This report contains data that were produced by a subcontracted laboratory certified for the

fields of testing performed.
Underwriter’'s Laboratories AZ0432
Jim Van Fleit

574.472-5535

Pace Analvtical AZ0014
Emily Hazelroth
612.8607.6407

Legend Technical Services, 8t. Paul AZ0557

Bach Pham
651.221.4062

Radiation Safety AZ0462
Pierre Pouquette
480.897.9459

Fibergquant AZ0633
Karen Grant 602.276.6131
Kathy Townsend 602.276.6139

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.:

3080194

The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client Project: Drinking Water
POB 801 Project Number: New Source HAMP 13-0111 AZ Reported:
Gilbert, Arizona 85299 Project Manager: Yellow Jacket Drilling Services 09/04/13 12:05

Hamp Well #2 (Z1, 845) (3080194-01) Drinking Water (Grab) Sampled: 08/04/13 05:00 Received: 08/04/13 12:46

Analyte Result PQL Units  Dilution Batch Prepared Analyzed Method Notes
UL#AZ0432

EPA 504.1

1,2-Dibromo-3-chloropropane (C <0.00002 0.00002 mg/L 1.01 182492  os08/1300:00  08/08/1300:00 EPA 504.1 D1
1,2-Dibromoethane (EDB) <0.00001 0.00001 mg/l  1.01 182492  08/08/1300:00  08/08/4300:00 EPA 504.1 D1
EPA 5153
2,4 5-TP (Silvex) <0.0010 0.0010  mg/L 10 182762  08/M51300:00  08/16/1300:00 EPA515.3 D1
2,4-D <0.0010 0.0010 mg/L 10 182762  08/151300:00  08/16/1300:00 EPA 5153 D1, N4
Dalapon <0.0100 0.0100 mg/L 10 182762  08151300:00  08/1611300:00 EPA515.3 D1
Dicamba <0.0010 0.0010 mg/L 10 182762  08/1511300:00  08/16/1300:00 EPA 5153 D1
Dinocseb <0.0010 0.0010  mg/L 10 182762  08/151300:00  08/1611300:00 EPAS515.3 Dt
Pentachlorophenol <0.00040 0.00040 mg/L 10 182762  08151300:00  08/16/1300:00 EPA 515.3 D1
Picloram <0.0010 0.0010 mg/L 10 182762  08/51300:00  08/16/1300:00 EPA515.3 D1
Surrogate: SS-2,4-Dichlorophenylacetic acid 105 % 70-130 182762  08/15/13 08/16/13 EP4515.3 D1
EPA 525.2
Alachlor <0.0002 0.0002 mg/L 1.02 182555  08/09/1300:00  08A0/1300:00 EPA 5252 E7,S7
Aldrin <0.0001 0.0001 mg/L 1.02 182555  08/09/1300:00  08/10/4300:00 EPA 5252 E7, 87
Atrazine <0.0001 0.0001 mg/L 1.02 182555  08/00/1300:00  08A0/1300:00 EPA 5252 E7, 87
Benzo(a)pyrene <0.00002 0.00002 mg/ll  1.02 182555  osoo300:00  08A0/1300:00 EPA 5252 E7, N1
Butachior <0.0001 0.0001 mg/L 1.02 182555  08/09/1300:00 080113 00:00 EPA 5252 E7, N1
Di(2-ethylhexyl)adipate 0.0012 0.0006 mg/L 1.02 182555  osi09r1300:00 08140113 00:00 EPA 5252 E7, N1
Di(2-ethylhexyl)phthalate 0.0010 0.0006 mg/L 1.02 182555  osioor300:00  osiorM300:00 EPA 5252 E7, N1
Dieldrin <0.0001 0.0001 mg/L 1.02 182555  08/09/1300:00 081013 00:00 EPA 525.2 E7, N1
Endrin <0.00001 0.00001 mg/L 1.02 182555  08/09/1300:00 080113 00:00 EPA 5252 E7, N1
gamma-BHC (Lindane) <0.00002 0.00002 mg/ll  1.02 182555  08/00M300:00  0810/1300:00 EPA 5252 E7, §7
Heptachlor <0.00004 0.00004 mg/ll  1.02 182555  o0si09/1300:00  0810/1300:00 EPA525.2 E7, 7
Heptachlor epoxide <0.00002 0.00002 mg/ll  1.02 182555  o0si09/1300:00  0810/1300:00 EPA 5252 E7, N1
Hexachlorobenzene <0.0001 0.0001 mgiL 1.02 182555  08/09/1300:00  08/10/1300:00 EPA 525.2 E7, S7
Hexachlorocyclopentadiene <0.0001 0.0001 mg/L 1.02 182555  08/00/1300:00  08A011300:00 EPA 5252 E7, 87
Methoxychlor <0.0001 0.0001 mg/L  1.02 182555  08i09/1300:00  08/1011300:00 EPA 5252 E7, N1
Metolachlor <0.0001 0.0001 mg/L 1.02 182555  08/09/1300:00 080113 00:00 EPA 5252 E7, S7
Metribuzin <0.0001 0.0001  mg/L 1.02 182555  08/09/1300:00  08/10/1300:00 EPA 525.2 E7, &7
Propachior <0.0001 0.0001 mg/L 1.02 182555  08/09/1300:00  08/10/1300:00 EPA 525.2 E7, 57
Simazine <0.00007 0.00007 mg/L 1.02 182555  08/09/1300:00 0810113 00:00 EPA 525.2 E7, 87
Surrogate: $S-2,4,5,6-Tetrachioro-m-xylene 41 % 70-130 182555 08/09/13 08/10/13 EPA4 5252 S7
Surrogate: SS-4,4"-Dichiorobiphenyl! 64 % 70-130 182555 08/09/13 08/10/13 EP4 525.2 S7
Surrogate: SS-Triphenylphosphate 407 % 70-130 182555  08/09/13 08/10/13  EP4525.2 N1

Legend Technical Services of Arizona, Inc. The results in this report apply to the samples analyzed in

accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.

Laboratory Work Order No.: 3080194
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Valued Client
POB 801
Gilbert, Arizona 85299

Project: Drinking Water
Project Number: New Source HAMP 13-0111 AZ
Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

Hamp Well #2 (Z1, 845) (3080194-01) Drinking Water (Grab) Sampled: 08/04/13 05:00 Received: 08/04/13 12:46

Analyte Result PQL Units  Dilution Batch Prepared Analyzed Method Notes
UL#AZ0432
EPA 548.1
Endothall <0.0090 0.0090 mg/L 1 182548  08/09/13 00:00  08/09/1300:00 EPA 548.1
Surrogate: SS-2,4-Dichlorophenylacetic acid 91 % 54-125 182548  08/09/13 08/09/13  EP4 548.1
EPA 549.2
Diquat <0.0004 0.0004 mg/L 1 182420  08/07/1300:00  08/07/1300:00 EPA 549.2
Radiation Safety Engineering #AZ0462
Calculation
Combined Radium 1.8£03 pCiilL. 1 NA 08/08/1300:00  Calculation
EPA 600/00-02
Gross Alpha Activity 57 +1.1 pCilL 1 NA 08/08113 00:00  EPA 600/00-02
EPA 803.1
Radium 226 Activity 1.0%0.2 pCi/L 1 NA 08/08/13 00:00 EPA 903.1
EPA 904.0
Radium 228 Activity 0.8+0.2 pCill. 1 NA os/08i1300:00 EPA 904.0
Pace Analytical Services, Inc.
EPA-5 1613B-Tetras
Dioxin ND 0.0000000063 mg/L 1 13756  08MZ11300:00  08/1411316:13 EPA-5
1613B-Tetras
Surrogate: 13C-2,3,7,8-TCDD 80 % 31-137 13756 08/12/13 08/14/13 EP4-5
1613B-Tetras
Legend Technical Services, Inc. #AZ0557
PESTICIDES/PCBS 505
Aroclor 10186 <0.000080 0.000080 mg/L 1 B3H1414 0814131208  081141320:35 EPA 505
Aroclor 1221 <0.020 0.020 mglL 1 B3H1414 0814113 12:08  08/14/4320:35 EPA 505
Aroclor 1232 <0.00050 0.00050 mg/L 1 B3H1414 0814131208  081141320:35 EPA 505
Aroclor 1242 <0.00030 0.00030 mg/L 1 B3H1414 o08rMa1312:09 0814132035 EPA 505
Aroclor 1248 <0.00010 0.00010 mg/L 1 B3H1414 084131208  08M41320:35 EPA 505
Aroclor 1254 <0.00010 0.00010 mg/L 1 B3H1414 os/a1312:09 0814132035 EPA 505
Aroclor 1260 <0.00020 0.00020 mg/L 1 B3H1414  osMam31z09  081M41320:35 EPA 505
Chlordane <0.00020 0.00020 mg/L 1 B3H1414 o08/M41312:09  081411320:35 EPA 505
Toxaphene <0.0010 0.0010 mg/L 1 B3H1414 o0sM4M312:00  081141320:35 EPA 505
Surrogate: Decachlorobiphenyl 57.4% 66.7-131 B3H1414  08/14/13 08/14/13 EP4 505 812

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.: 3080194

The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client Project: Drinking Water
POB 801 Project Number: New Source HAMP 13-0111 AZ Reported:
Gilbert, Arizona 85299 Project Manager: Yellow Jacket Drilling Services 09/04/13 12:05

Hamp Well #2 (Z1, 845) (3080194-01) Drinking Water (Grab) Sampled: 08/04/13 05:00 Received: 08/04/13 12:46

Analyte Result PQL Units  Dilution Batch Prepared Analyzed Method Notes
Legend Technical Services of Arizona, Inc.
Microbioclogy
Total Coliforms, MPN >23.0 11MPN/MOO 1 B3HO333 08051300:05  08/0511309:05 SM 92218
mL
Total Metals
Aluminum 7.35 200 mg/lL 10 B3HO151 oswei3t6:30  0807/1316:46 EPA 2007 Dia
Antimony <0.0005 0.0005 mg/L 1 B3HO152 os/06/1316:30 08107113 14:44  EPA 200.8
Arsenic 0.0048 0.0010  mg/L 1 B3H0152 os061316:30 0807113 14:44  EPA 200.8
Barium 0.10 0.01 mg/lL 1 B3HO151 osmweri3i6:30 080713 16:49  EPA 2007
Beryllium <0.002 0.002 mglL 1 B3HO151 osoen3te:30 080773 16:49 EPA 200.7
Cadmium <0.0001 0.0001 mg/L 1 B3HO0152 osi06/1316:30 080713 14:44 EPA 200.8
Calcium 26 10 mg/L 10 B3HO151 oswer316:30 080713 16:46 EPA 200.7 Dia
Chromium 0.010 0.005 mg/L 1 B3HO151 osio6r316:30 0810713 16:49 EPA 2007
Copper 0.02 001 mg/lL 1 B3HO151 osmer1316:30 o873 16:49  EPA 2007
fron 517 050 mg/L 10 B3HO151 osoer1316:30  08/07/1316:46 EPA 200.7 Dia
Lead 0.0080 0.0010  mg/L 1 B3HO152 osi0611316:30 08107113 14:44  EPA 200.8
Magnesium 4 1 mg/lL 1 B3HO151 osmer1316:30 o873 16:49  EPA 2007
Manganese 0.20 002 mglL 1 B3HO131 osoer1316:30 0807113 16:49  EPA 2007
Mercury <0.0002 0.0002 mg/L 1 B3HO0253 08/08/13 09:23  08/08/13 15:00 EPA 245.1
Nickel <0.02 0.02 mg/L 1 B3HO151 osi06/316:30 08107113 16:49  EPA 200.7
Selenium <0.0020 0.0020 mg/L 1 B3HO152 osi06/13 16:30 0810813 10:37  EPA 200.8
Silica, Total 54.9 21 mg/lL 10 [CALC] oser31e:30 080713 16:46  EPA 200.7
Silicon 25.6 1.0 mglL 10 B3HO151 oswe316:30 0807113 16:46  EPA 2007 Dia
Silver <0.0001 0.0001 mg/L 1 B3HO152 08/06/1316:30  08/07/1314:44 EPA 200.8
Sodium 94 10 mg/L 10 B3HO151 oswner316:30 0807113 16:46 EPA 2007 Dia
Thallium <0.0005 0.0005 mg/L 1 B3HO152 osioe/316:30 0807713 14:44  EPA 200.8
Calcium Hardness as CaCQO3 65 25 mglL 10 [CALC]  osio6/1316:30  08/07/1316:46  SM2340B
Magnesium Hardness as CaCO: 15 4 mg/lL 1 [CALC]  oso6/1316:30  08i07/1316:49  SM2340B
Total Hardness as CaCO3 81 25 mglL 10 [CALC] oso6/1316:30 080713 16:49  SM2340B
Zinc 0.04 002 mg/L 1 B3HO0151 oso6/1316:30 08107113 16:49 EPA 200.7
Legend Technical Services of Arizona, Inc. The results in this report apply to the samples analyzed in

accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.

Laboratory Work Order No.: 3080194
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Valued Client Project: Drinking Water
POB 801 Project Number: New Source HAMP 13-0111 AZ Reported:
Gilbert, Arizona 85299 Project Manager: Yellow Jacket Drilling Services 09/04/13 12:05

Hamp Well #2 (Z1, 845) (3080194-01) Drinking Water (Grab) Sampled: 08/04/13 05:00 Received: 08/04/13 12:46

Analyte Result PQL Units  Dilution Batch Prepared Analyzed Method Notes
Legend Technical Services of Arizona, Inc.

Inorganic Chemistry

Total Alkalinity as CaCO3 186 10 mg/L 1 B3HO204 o0s0711315:45  08/0711315:45 SM 2320 B
Chloride <5.0 50 mglL 1 B3H0225 08/08/1308:48  08/08/1308:48  EPA 300.0
Color 100 1 Color 1 B3HO113 osws1310:00  oss5M310:00 SM 2120 B

Units
Cyanide, Total <0.010 0.010  mg/L 1 B3HO161 080613 14:00  08/0611316:04 SM 4500 CNE
Fluoride 0.18 0.10  mg/L 1 B3H0381 o0sM3M3te:25  081M31M316:25 SM4500F C
Nitrate as N 1.30 020 mg/L 1 [CALC] osoa1311:20 080913 11:20  Calculation
Nitrate + Nitrite as N 1.30 020 mg/L 1 B3H0267 o893 1:20  08/091311:20  SM 4500 NO3 F
Nitrite as N <0.10 0.10  mg/L 1 B3HO121 osiosn3 1645 080543 16:15  SM 4500 NO2 B
Threshold Odor Number <1 1 TON. 1 B3HO114  08/05/13 10:00  08/051310:00 EPA 140.1
pH 9.2 pH Units 1 B3HOO75 os0a11313:00 080413 13:00  SM 4500H B HS
Temperature 10.3 °C 1 B3HO075 osio41313:00  08/041313:00 pH Temperature H5
Sulfate 7.9 50 mg/lL 1 B3H0225 osi081309:48 0808113 09:48 EPA 300.0
Total Dissolved Solids 431 1 mgl 1 B3HO078  o08/04/11310:00 08104113 10:00 SM 2540 C
Total Organic Carbon <1.00 1.00  mglL 1 B3HO0218 osio71316:51  08i071316:51 SM 5310 C

Volatile Organic Compounds

1,1,1-Trichloroethane <0.0005 0.0005 mg/L 1 B3H0226 08/0811309:00  08/08/13 16:34 EPA 524.2
1,1,2-Trichloroethane <0.0005 0.0005 mgiL 1 B3HO0226 08/0811308:00  08/081316:34 EPA 5242
1,1-Dichloroethene <0.0005 0.0005 mg/L 1 B3H0226 08/0811309:00  08/08/13 16:34 EPA 524.2
1,2,4-Trichlorobenzene <0.0005 0.0005 mgiL 1 B3H0226 08/081309:00  08/081316:34 EPA 524 .2
1,2-Dichlorobenzene <0.0005 0.0005 mg/L 1 B3HO0226 08/08/1309:00  08/0811316:34 EPA 524.2
1,2-Dichloroethane <0.0005 0.0005 mg/L 1 B3H0226 08/08/1309:00  08/08/13 16:34 EPA 5242
1,2-Dichloropropane <0.0005 0.0005 mg/L 1 B3H0226 08/08/1300:00  08/08/13 16:34 EPA 524.2
1,4-Dichlorobenzene <0.0005 0.0005 mg/L 1 B3H0226 08/08/1309:00  08/0811316:34 EPA 5242
Benzene <0.0005 0.0005 mg/L 1 B3H0226 08/08/1309:00  08/08/13 16:34 EPA 524.2
Bromodichloromethane <0.0005 0.0005 mg/L 1 B3H0226 08/0811309:00  08/08/13 16:34 EPA 524.2
Bromoform <0.0005 0.0005 mg/L 1 B3HO226 08/08/1309:00  08/08/11316:34 EPA 524.2
Carbon tetrachloride <0.0005 0.0005 mg/L 1 B3H0226 08/08/1309:00  08/08113 16:34 EPA 524.2
Chlorobenzene <0.0005 0.0005 mg/L 1 B3HO0226 08/08/4309:00  08/081316:3d EPA 5242
Chloroform <0.0005 0.0005 mg/L 1 B3H0226 08/08/1309:00  08/08/1316:34  EPA 524.2
cis-1,2-Dichlorosethylene <0.0005 0.0005 mgiL 1 B3HO0226 08/0811308:00  08/081316:34 EPA 5242
Dibromochloromethane <0.0005 0.0005 mg/L 1 B3H0226 08/0811308:00  08/081316:34 EPA 524.2
Dichloromethane <0.0005 0.0005 mgiL 1 B3H0226 08/081309:00  08/081316:34 EPA 524 .2
Ethylbenzene <0.0005 0.0005 mg/L 1 B3H0226 08/08/1309:00  08/08/13 16:34 EPA 524.2
m,p-Xylene <0.0005 0.0005 mg/L 1 B3H0226 om081300:00  08i08/1316:34 EPA 524.2
o-Xylene <0.0005 0.0005 mg/L 1 B3H0226 08/08/1300:00  08/08/13 16:34 EPA 524.2
Styrene <0.0003 0.0005 mgiL 1 B3H0226 osi08/1309:00 0808113 16:34 EPA524.2
Tetrachloroethene <0.0005 0.0005 mg/L 1 B3HO0226 08/08/1309:00  08/08/1316:34 EPA 524.2
Toluene <0.0005 0.0005 mg/L 1 B3H0226 08/08/1309:00  08/08/1316:34 EPA 524.2
Total THMs <0.0005 0.0005 mg/L 1 B3HO226 08/08/1309:00  08/08/11316:34 EPA 524.2
trans-1,2-Dichloroethene <0.0005 0.0005 mg/L 1 B3H0226 08/08/1308:00 08108113 16:34 EPA 524.2
Trichloroethene <0.0005 0.0005 mg/L 1 B3HO0226 08/08/4309:00  08/081316:3d EPA 5242
Vinyl chioride <0.0005 0.0005 mg/L 1 B3HO0226 0808/1309:00  0808/1316:34 EPA 5242
Xylenes (total) <0.0005 0.0005 mgiL 1 B3HO0226 08/0811308:00  08/081316:34 EPA 5242
Surrogate: 1,2-Dichlorobenzene-d4 99 % 70-130 B3H0226  08/08/13 08/08/13  EP4 524.2
Legend Technical Services of Arizona, Inc. The results in this report apply to the samples analyzed in

accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.

Laboratory Work Order No.: 3080194
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Valued Client Project: Drinking Water
POB 801 Project Number: New Source HAMP 13-0111 AZ Reported:
Gilbert, Arizona 85299 Project Manager: Yellow Jacket Drilling Services 09/04/13 12:05

Hamp Well #2 (Z1, 845) (3080194-01) Drinking Water (Grab) Sampled: 08/04/13 05:00 Received: 08/04/13 12:46

Analyte Result PQL Units  Dilution Batch Prepared Analyzed Method Notes
Legend Technical Services of Arizona, Inc.

Volatile Organic Compounds

Surrogate: 1,2-Dichloroethane-d4 92 % 70-130 B3H0226 08/08/13 08/08/13 EPA 524.2
Surrogate: 4-Bromofiuorobenzene 82 % 70-130 B3H0226  08/08/13 08/08/13  EP4524.2
Surrogate: Pentafluorobenzene 94 % 70-130 B3H0226 08/08/13 08/08/13 EP4524.2
Miscellaneous
Langlier Index 1.42 -5.00  NA 1 B3H0359 osi3i315:47 081313 15:51  Miscellaneous
Semi-Volatile Organic Compounds Dia
3-Hydroxycarbofuran <0.0050 0.0050 mg/L 10 B3HO0443 o08Msn311:00  08/15/320:01 EPA 531.2
Aldicarb <0.0050 0.0050 mg/L 10 B3HO0443 o0smsn311:00  08151320:01 EPA531.2
Aldicarb sulfone <0.0080 0.0080 mg/L 10 B3H0443 o08M51311:00  08151320:01 EPA531.2
Aldicarb sulfoxide <0.0050 0.0050 mg/L 10 B3HO0443 081513 11:00  08/15/320:01 EPA 531.2
Carbaryi <0.0050 0.0050 mgiL 10 B3H0443 084513 11:00  08/51320:01 EPA 531.2
Carbofuran <0.0090 0.0090 mg/L 10 B3HO0443  o0smMsn311:00  08151M320:01 EPA531.2
Methomyi <0.0050 0.0050 mg/L 10 B3HO0443 08M513 11:00  08151320:01 EPA 531.2
Oxamyl <0.0200 0.0200 mg/L 10 B3HO0443 o0sM51311:00  08151320:01 EPA 531.2
Surrogate: 4-Bromo-3,5-dimethylphenyl-N-methylcarbamate 103 % 70-130 B3H0443  08/15/13 08/15/13 EP4 531.2
Herbicides D1a
Glyphosate <0.060 0.060 mgil 10 B3HO181 08/08/1310:00  08/09/1306:20 EPA 547
Fiberquant Analytical Services #AZ0633

EPA 100.1
Asbestos <968.8 968.8 MFL 20 N/A 08/05/13 00:00  08/09/13 00:00 EPA 100.1

Legend Technical Services of Arizona, Inc. The results in this report apply to the samples analyzed in

accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.

Laboratory Work Order No.: 3080194
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Valued Client Project: Drinking Water
POB 801 Project Number: New Source HAMP 13-0111 AZ
Gilbert, Arizona 85299 Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

Total Metals - Quality Control
Legend Technical Services of Arizona, Inc.

Reporting Spike Source %REC RPD

Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B3H0151 - EPA 200.7
Blank (B3H0151-BLK1) Prepared: 08/06/13 Analyzed: 08/07/13
Aluminum <0.20 0.20 mg/L
Barium <0.01 0.01 mg/L
Beryllium <0.002 0.002 mg/L
Calcium <1 1 mg/L
Chromium <0.005 0.005 mg/L
Copper <0.01 0.01 mg/L
Iron <0.05 0.05 mg/L
Magnesium <1 1 mg/L
Manganese <0.02 0.02 mg/L
Nickel <0.02 0.02 mgiL
Silicon <01 0.1 mg/L
Sodium <1 1 mg/L
Zinc <0.02 0.02 mg/L
LCS (B3H0151-BS1) Prepared: 08/06/13 Analyzed: 08/07/13
Aluminum 1.98 0.20 mg/L 2.00 99 85-115
Barium 1.02 0.01 mg/L 1.00 102 85-115
Beryllium 0.195 0.002 mg/L 0.200 97 85-115
Calcium 20 1 mg/L 200 98 85-115
Chromium 0.495 0.005 mg/L 0.500 99 85-115
Copper 0.98 0.01 mg/L 1.00 98 85-115
Iron 0.99 0.05 mg/L 1.00 99 85-115
Magnesium 20 1 mg/L 200 98 85-115
Manganese 1.02 0.02 mg/L 1.00 102 85-115
Nickel 0.99 0.02 mg/L 1.00 99 85-115
Silicon 4.0 0.1 mg/L 4.00 100 85-115
Sodium 20 1 mg/L 20.0 100 85-115
Zinc 1.00 0.02 mg/L 1.00 100 85-115

Legend Technical Services of Arizona, Inc. The results in this report apply to the samples analyzed in

accordance with the chain of custody document. This

Laboratory Work Order No.: 3080194

analytical report must be reproduced in its entirety.
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Valued Client
POB 801
Gilbert, Arizona 85299

Project: Drinking Water

Project Number: New Source HAMP 13-0111 AZ

Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

Total Metals - Quality Control

Legend Technical Services of Arizona, Inc.

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B3H0151 - EPA 200.7
Matrix Spike (B3H0151-MS1) Source: 3080358-01 Prepared: 08/06/13 Analyzed: 08/07/13
Barium 1.26 0.01 mg/L 1.00 0.07 119 70-130
Beryllium 0.190 0.002 mg/L 0.200 <0.002 95 70-130
Chromium 0.496 0.005 mg/L 0.500 0.006 98 70-130
Copper 0.97 0.01 mg/L 1.00 0.04 94 70-130
Magnesium 24 1 mg/L 200 112 70-130
Manganese 1.18 0.02 mg/L. 1.00 <0.02 118 70-130
Nickel 0.96 0.02 mg/L 1.00 <002 96 75-125
Zinc 1.01 0.02 mg/L 1.00 0.07 94 70-130
Matrix Spike (B3H0151-MS2) Source: 3080358-01 Prepared: 08/06/13 Analyzed: 08/07/13
Aluminum 19.5 2.00 mg/L 200 0.0751 97 70-130
Calcium 236 10 mg/L 200 43 97 70-130
Iron 9.76 0.50 mg/L 100 0.20 96 70-130
Silicon 51.3 1.0 mg/L 40.0 128 96 70-130
Sodium 489 10 mg/L 200 307 91 70-130
Matrix Spike Dup (B3H0151-MSD1) Source: 3080358-01 Prepared: 08/06/13 Analyzed: 08/07/13
Barium 1.26 0.01 mg/L 1.00 0.07 119 70-130 0.07 20
Beryllium 0.180 0.002 mg/L 0.200 <0.002 95 70-130 0.03 20
Chromium 0.495 0.005 mg/L 0.500 0.006 98 70-130 0.2 20
Copper 0.97 0.01 mg/L 1.00 0.04 94 70-130 0.1 20
Magnesium 23 1 mg/L 200 1 111 70-130 1 20
Manganese 1147 0.02 mg/L 100 <0.02 117 70-130 0.2 20
Nickel 0.96 0.02 mg/L 100 <0.02 96 75-125 0.02 20
Zinc 1.01 002  mglL 100 007 94 70-130 0.3 20
Matrix Spike Dup (B3H0151-MSD2) Source: 3080358-01 Prepared: 08/06/13 Analyzed: 08/07/13
Aluminum 194 2.00 mg/L 20.0 0.0751 97 70-130 04 20
Calcium 235 10 mg/L 200 43 96 70-130 04 20
Iron 9.93 050  mglL 100 020 97 70-130 2 20
Silicon 50.9 1.0 mg/L 40.0 128 95 70-130 0.7 20
Sodium 490 10 mg/L 200 307 91 70-130 0.1 20

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.:

3080194

The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client
POB 801
Gilbert, Arizona 85299

Project: Drinking Water
Project Number: New Source HAMP 13-0111 AZ
Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

Total Metals - Quality Control

Legend Technical Services of Arizona, Inc.

Reporting Spike Source %REC RPD
Analyte Result Limit  Units Level Result %REC Limits RPD Limit Notes
Batch B3H0152 - EPA 200.8
Blank (B3H0152-BLK1) Prepared: 08/06/13 Analyzed: 08/07/13
Antimony <0.0005 0.0005 mg/L
Arsenic <0.0010 0.0010 mg/L
Cadmium <0.0001 0.0001 mg/L
Lead <0.0010 00010  mgiL
Selenium <0.0020 0.0020 mg/L
Silver <0.0001 0.0001 mg/L
Thallium <0.0005 0.0005 mg/L
LCS (B3H0152-BS1) Prepared: 08/06/13 Analyzed: 08/07/13
Antimony 0.0273 0.0005 mg/L 0.0250 109 85-115
Arsenic 0.0264 0.0010 mg/L 0.0250 105 85-115
Cadmium 0.0273 0.0001 mg/L 0.0250 109 85-115
Lead 0.0262 0.0010 mg/L 0.0250 105 85-115
Selenium 0.0260 0.0020 mg/L 0.0250 104 85-115
Silver 0.0262 0.0001 mg/L 0.0250 105 85-115
Thallium 0.0252 0.0005 mg/L 0.0250 101 85-115
Matrix Spike (B3H0152-MS1) Source: 3080351-05 Prepared: 08/06/13 Analyzed: 08/07/13
Antimony 0.0288 0.0005 mg/L 0.0250 0.00004 115 70-130
Arsenic 0.0301 0.0010 mg/L 0.0250 0.0031 108 70-130
Cadmium 0.0268 0.0001 mg/L 0.0250 <0.0001 107 70-130
Lead 0.0268 00010  mgiL 0.0250 0.0009 103 70-130
Silver 0.0228 0.0001 mg/L 0.0250 <0.0001 91 70-130
Thallium 0.0226 0.0005 mg/L 0.0250 <0.0005 90 70-130
Matrix Spike (B3H0152-MS2) Source: 3080358-01 Prepared: 08/06/13 Analyzed: 08/07/13
Arsenic 0.0271 0.0010 mg/L 0.0250 0.0041 92 70-130
Cadmium 0.0270 0.0001 mg/L 0.0250 0.00004 108 70-130
Lead 0.0248 0.0010 mg/L 0.0250 0.0050 78 70-130
Selenium 0.0229 0.0020 mg/L 0.0250 <0.0020 91 70-130
Silver 0.0219 0.0001 mg/L 0.0250 <0.0001 87 70-130
Thallium 0.0250 0.0005 mg/L 0.0250 0.00009 100 70-130

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.:

3080194

The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client
POB 801
Gilbert, Arizona 85299

Project: Drinking Water
Project Number: New Source HAMP 13-0111 AZ
Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

Total Metals - Quality Control

Legend Technical Services of Arizona, Inc.

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B3H0152 - EPA 200.8
Matrix Spike (B3H0152-MS3) Source: 3080358-01 Prepared: 08/06/13 Analyzed: 08/07/13
Antimony 0.132 0.0025 mg/L 0.125 0.0001 105 70-130
Matrix Spike Dup (B3H0152-MSD1) Source: 3080351-05 Prepared: 08/06/13 Analyzed: 08/07/13
Antimony 0.0286 0.0005 mg/L 0.0250 0.00004 114 70-130 0.8 20
Arsenic 0.0302 0.0010 mg/L 0.0250 0.0031 108 70-130 04 20
Cadmium 0.0266 0.0001 mg/L 0.0250 <0.0001 108 70-130 0.7 20
Lead 0.0268 0.0010 mg/L 0.0250 0.0009 103 70-130 0.2 20
Silver 0.0223 0.0001 mg/L 0.0250 <0.0001 89 70-130 2 20
Thallium 0.0242 0.0005 mg/L 0.0250 <0.0005 97 70-130 7 20
Matrix Spike Dup (B3H0152-MSD2) Source: 3080358-01 Prepared: 08/06/13 Analyzed: 08/07/13
Arsenic 0.0271 0.0010 mg/L 0.0250 0.0041 92 70-130 0.2 20
Cadmium 0.0272 0.0001 mg/L 0.0250 0.00004 109 70-130 0.8 20
Lead 0.0260 0.0010 mg/L 0.0250 0.0050 84 70-130 6 20
Selenium 0.0226 0.0020 mg/L 0.0250 <0.0020 90 70-130 1 20
Silver 0.0217 0.0001 mg/L 0.0250 <0.0001 87 70-130 0.6 20
Thallium 0.0268 0.0005 mg/L 0.0250 0.00009 107 70-130 7 20
Matrix Spike Dup (B3H0152-MSD3) Source: 3080358-01 Prepared: 08/06/13 Analyzed: 08/07/13
Antimony 0.132 0.0025 mg/L 0.125 0.0001 106 70-130 0.8 20
Batch B3H0253 - EPA 245.1/245.2 Prep
Blank (B3H0253-BLK1) Prepared & Analyzed: 08/08/13
Mercury <0.0002 0.0002 mg/L
LCS (B3H0253-BS1) Prepared & Analyzed: 08/08/13
Mercury 0.00099 0.0002 mg/L 0.00100 99 85-115

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.:

3080194

The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client
POB 801
Gilbert, Arizona 85299

Project Number: New Source HAMP 13-0111 AZ
Project Manager: Yellow Jacket Drilling Services

Project: Drinking Water

Reported:
09/04/13 12:05

Total Metals - Quality Control

Legend Technical Services of Arizona, Inc.

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B3H0253 - EPA 245.1/245.2 Prep
Matrix Spike (B3H0253-MS1) Source: 3080219-01 Prepared & Analyzed: 08/08/13
Mercury 0.00101 0.0002 mg/L 0.00100 <0.0002 101 70-130
Matrix Spike (B3H0253-MS2) Source: 3080349-01 Prepared & Analyzed: 08/08/13
Mercury 0.00100 0.0002 mg/L 0.00100 <0.0002 100 70-130
Matrix Spike Dup (B3H0253-MSD1) Source: 3080219-01 Prepared & Analyzed: 08/08/13
Mercury 0.00102 0.0002 mg/L 0.00100 <0.0002 102 70-130 1 20
Matrix Spike Dup (B3H0253-MSD2) Source: 3080349-01 Prepared & Analyzed: 08/08/13
Mercury 0.00099 0.0002 mg/L 0.00100 <0.0002 99 70-130 1 20

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.:

3080194

The results in this report apply to the samples analyzed in

accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client
POB 801
Gilbert, Arizona 85299

Project: Drinking Water
Project Number: New Source HAMP 13-0111 AZ
Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

Inorganic Chemistry - Quality Control

Legend Technical Services of Arizona, Inc.

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B3H0075 - NO PREP
Duplicate (B3H0075-DUP1) Source: 3080194-01 Prepared & Analyzed: 08/04/13
pH 9.3 pH Units 9.2 1 10
Temperature 10.2 °C 10.3 0.976 200
Batch B3H0078 - NO PREP
Blank (B3H0078-BLK1) Prepared & Analyzed: 08/04/13
Total Dissolved Solids <1 1 mgiL
Duplicate (B3H0078-DUP1) Source: 3072607-01 Prepared & Analyzed: 08/04/13
Total Dissolved Solids 316 1 mg/L 308 3 5
Duplicate (B3H0078-DUP2) Source: 3072626-03 Prepared & Analyzed: 08/04/13
Total Dissolved Solids 320 1 mg/L 318 0.6 5
Batch B3H0113 - NO PREP
Duplicate (B3H0113-DUP1) Source: 3080194-01 Prepared & Analyzed: 08/05/13
Color 100 1 Color Units 100 0 20
Batch B3H0121 - NO PREP
Blank (B3H0121-BLK1) Prepared & Analyzed: 08/05/13
Nitrite as N <0.10 0.10 mg/L
LCS (B3H0121-BS1) Prepared & Analyzed: 08/05/13
Nitrite as N 0.204 0.10 mg/L 0.200 102 80-120

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.: 3080194

The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client
POB 801
Gilbert, Arizona 85299

Project: Drinking Water
Project Number: New Source HAMP 13-0111 AZ
Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

Inorganic Chemistry - Quality Control

Legend Technical Services of Arizona, Inc.

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B3H0121 - NO PREP
LCS Dup (B3H0121-BSD1) Prepared & Analyzed: 08/05/13
Nitrite as N 0.205 0.10 mg/L 0.200 102 80-120 0.5 20
Matrix Spike (B3H0121-MS1) Source: 3080229-03 Prepared & Analyzed: 08/05/13
Nitrite as N 0.191 0.10 mg/L 0.200 <0.10 96 80-120
Matrix Spike Dup (B3H0121-MSD1) Source: 3080229-03 Prepared & Analyzed: 08/05/13
Nitrite as N 0.190 0.10 mg/L 0.200 <0.10 95 80-120 0.5 20
Batch B3H0161 - NO PREP
Blank (B3H0161-BLK1) Prepared & Analyzed: 08/06/13
Cyanide, Total <0.010 0.010 mgiL
LCS (B3H0161-BS1) Prepared & Analyzed: 08/06/13
Cyanide, Total 0.050 0.010 mg/L 0.0500 100 80-120
LCS Dup (B3H0161-BSD1) Prepared & Analyzed: 08/06/13
Cyanide, Total 0.050 0.010 mg/L 0.0500 100 80-120 0 20
Matrix Spike (B3H0161-MS1) Source: 3072743-01 Prepared & Analyzed: 08/06/13
Cyanide, Total 0.048 0.010 mg/L 0.0500 <0.010 96 80-120
Matrix Spike Dup (B3H0161-MSD1) Source: 3072743-01 Prepared & Analyzed: 08/06/13
Cyanide, Total 0.048 0.010 mg/L 0.0500 <0.010 96 80-120 0 20
Batch B3H0204 - NO PREP
Blank (B3H0204-BLK1) Prepared & Analyzed: 08/07/13
Total Alkalinity as CaCO3 <10 10 mg/L.

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.:

3080194

The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client
POB 801
Gilbert, Arizona 85299

Project: Drinking Water
Project Number: New Source HAMP 13-0111 AZ
Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

Inorganic Chemistry - Quality Control

Legend Technical Services of Arizona, Inc.

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B3H0204 - NO PREP
LCS (B3H0204-BS1) Prepared & Analyzed: 08/07/13
Total Alkalinity as CaCQO3 196 10 mg/L 200 98 80-120
LCS Dup (B3H0204-BSD1) Prepared & Analyzed: 08/07/13
Total Alkalinity as CaCQO3 196 10 mg/L 200 98 80-120 0.2 20
Matrix Spike (B3H0204-MS1) Source: 3072448-01 Prepared & Analyzed: 08/07/13
Total Alkalinity as CaCQO3 357 10 mg/L 200 165 96 80-120
Matrix Spike Dup (B3H0204-MSD1) Source: 3072448-01 Prepared & Analyzed: 08/07/13
Total Alkalinity as CaCQO3 356 10 mg/L 200 165 96 80-120 0.1 20
Batch B3H0218 - NO PREP
Blank (B3H0218-BLK1) Prepared & Analyzed: 08/07/13
Total Organic Carbon <1.00 1.00 mg/L
LCS (B3H0218-BS1) Prepared & Analyzed: 08/07/13
Total Organic Carbon 10.5 1.00 mg/L 10.0 105 80-120
LCS Dup (B3H0218-BSD1) Prepared & Analyzed: 08/07/13
Total Organic Carbon 10.5 1.00 mg/L 10.0 105 80-120 0 20
Matrix Spike (B3H0218-MS1) Source: 3080398-01 Prepared & Analyzed: 08/07/13
Total Organic Carbon 14.3 1.00 mg/L 10.0 4.07 102 80-120
Matrix Spike Dup (B3H0218-MSD1) Source: 3080398-01 Prepared & Analyzed: 08/07/13
Total Organic Carbon 14.3 1.00 mg/L 100 4.07 102 80-120 0 20

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.:

3080194

The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client
POB 801
Gilbert, Arizona 85299

Project: Drinking Water
Project Number: New Source HAMP 13-0111 AZ
Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

Inorganic Chemistry - Quality Control

Legend Technical Services of Arizona, Inc.

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B3H0225 - NO PREP
Blank (B3H0225-BLK1) Prepared & Analyzed: 08/08/13
Chloride <5.0 5.0 mg/L
Sulfate <5.0 5.0 mg/L
LCS (B3H0225-BS1) Prepared & Analyzed: 08/08/13
Chloride 9.9 50 mg/L 10.0 99 90-110
Sulfate 19.7 50 mg/L 200 98 90-110
LCS Dup (B3H0225-BSD1) Prepared & Analyzed: 08/08/13
Chloride 10.0 50 mg/L 10.0 100 90-110 0.8 20
Sulfate 19.8 5.0 mg/L 200 99 90-110 0.5 20
Matrix Spike (B3H0225-MS1) Source: 3080109-01 Prepared & Analyzed: 08/08/13
Chloride 144 5.0 mg/L 100 541 93 90-110
Sulfate 19.8 5.0 mg/L 200 08 96 90-110
Matrix Spike Dup (B3H0225-MSD1) Source: 3080109-01 Prepared & Analyzed: 08/08/13
Chloride 14.3 50 mg/L 10.0 541 92 90-110 0.7 20
Sulfate 20.0 5.0 mg/L 200 06 97 90-110 1 20
Batch B3H0267 - NO PREP
Blank (B3H0267-BLK1) Prepared & Analyzed: 08/09/13
Nitrate + Nitrite as N <0.20 0.20 mg/L.
Blank (B3H0267-BLK2) Prepared & Analyzed: 08/09/13
Nitrate + Nitrite as N <0.20 0.20 mg/L

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.:

3080194

The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client
POB 801
Gilbert, Arizona 85299

Project: Drinking Water
Project Number: New Source HAMP 13-0111 AZ
Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

Inorganic Chemistry - Quality Control

Legend Technical Services of Arizona, Inc.

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B3H0267 - NO PREP
Blank (B3H0267-BLK3) Prepared & Analyzed: 08/09/13
Nitrate + Nitrite as N <0.20 0.20 mg/L
Blank (B3H0267-BLK4) Prepared & Analyzed: 08/09/13
Nitrate + Nitrite as N <0.20 0.20 mg/L.
LCS (B3H0267-BS1) Prepared & Analyzed: 08/09/13
Nitrate + Nitrite as N 10.3 0.20 mg/L 10.0 103 90-110
LCS (B3H0267-BS2) Prepared & Analyzed: 08/09/13
Nitrate + Nitrite as N 10.5 0.20 mg/L 10.0 105 90-110
LCS Dup (B3H0267-BSD1) Prepared & Analyzed: 08/09/13
Nitrate + Nitrite as N 104 0.20 mg/L 10.0 104 90-110 1 20
LCS Dup (B3H0267-BSD2) Prepared & Analyzed: 08/09/13
Nitrate + Nitrite as N 10.3 0.20 mg/L 10.0 103 90-110 2 20
Matrix Spike (B3H0267-MS1) Source: 3080292-02 Prepared & Analyzed: 08/09/13
Nitrate + Nitrite as N 16.7 0.20 mg/L 100 6.51 102 80-120
Matrix Spike (B3H0267-MS2) Source: 3080311-04 Prepared & Analyzed: 08/09/13
Nitrate + Nitrite as N 101 0.20 mg/L 100 <020 101 80-120
Matrix Spike (B3H0267-MS3) Source: 3080462-01 Prepared & Analyzed: 08/09/13
Nitrate + Nitrite as N 131 0.20 mg/L 100 2.86 102 80-120
Matrix Spike (B3H0267-MS4) Source: 3080563-01 Prepared & Analyzed: 08/09/13
Nitrate + Nitrite as N 124 0.20 mg/L 100 214 103 80-120

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.:

3080194

The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client
POB 801
Gilbert, Arizona 85299

Project: Drinking Water
Project Number: New Source HAMP 13-0111 AZ
Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

Inorganic Chemistry - Quality Control

Legend Technical Services of Arizona, Inc.

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B3H0267 - NO PREP
Matrix Spike Dup (B3H0267-MSD1) Source: 3080292-02 Prepared & Analyzed: 08/09/13
Nitrate + Nitrite as N 16.6 0.20 mg/L 10.0 6.51 101 80-120 0.6 20
Matrix Spike Dup (B3H0267-MSD2) Source: 3080311-04 Prepared & Analyzed: 08/09/13
Nitrate + Nitrite as N 104 0.20 mg/L 10.0 <020 104 80-120 3 20
Matrix Spike Dup (B3H0267-MSD3) Source: 3080462-01 Prepared & Analyzed: 08/09/13
Nitrate + Nitrite as N 13.3 0.20 mg/L 100 2.86 104 80-120 2 20
Matrix Spike Dup (B3H0267-MSD4) Source: 3080563-01 Prepared & Analyzed: 08/09/13
Nitrate + Nitrite as N 12.8 0.20 mg/L 100 214 107 80-120 3 20
Batch B3H0381 - NO PREP
Blank (B3H0381-BLK1) Prepared & Analyzed: 08/13/13
Fluoride <0.10 0.10 mg/L
LCS (B3H0381-BS1) Prepared & Analyzed: 08/13/13
Fluoride 2.01 0.10 mg/L 2.00 100 90-110
LCS Dup (B3H0381-BSD1) Prepared & Analyzed: 08/13/13
Fluoride 2.02 0.10 mg/L 2.00 101 90-110 0.5 20
Matrix Spike (B3H0381-MS1) Source: 3080194-01 Prepared & Analyzed: 08/13/13
Fluoride 2.18 0.10 mg/L 200 0.18 100 90-110
Matrix Spike Dup (B3H0381-MSD1) Source: 3080194-01 Prepared & Analyzed: 08/13/13
Fluoride 2.15 0.10 mg/L 200 0.18 99 90-110 1 20

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.:

3080194

The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client
POB 801
Gilbert, Arizona 85299

Project: Drinking Water
Project Number: New Source HAMP 13-0111 AZ Reported:
Project Manager: Yellow Jacket Drilling Services 09/04/13 12:05

Volatile Organic Compounds - Quality Control

Legend Technical Services of Arizona, Inc.

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B3H0226 - Default Prep VOC
Blank (B3H0226-BLK1) Prepared & Analyzed: 08/08/13
1,1,1-Trichloroethane <0.0003 0.0005 mg/L
1,1,2-Trichloroethane <0.0003 0.0005 mg/L.
1,1-Dichloroethene <0.0005 0.0005 mg/L
1,2,4-Trichlorobenzene <0.0003 0.0005 mg/L
1,2-Dichlorobenzene <0.0003 0.0005 mg/L
1,2-Dichloroethane <0.0005 0.0005 mg/L
1,2-Dichloropropane <0.0005 0.0005 mg/L
1,4-Dichlorobenzene <0.0003 0.0005 mg/L
Benzene <0.0005 0.0005 mg/L
Bromodichloromethane <0.0003 0.0005 mg/L
Bromoform <0.0003 0.0005 mg/L.
Carbon tetrachloride <0.0005 0.0005 mg/L
Chlorobenzene <0.0003 0.0005 mg/L
Chloroform <0.0003 0.0005 mg/L
cis-1,2-Dichloroethylene <0.0005 0.0005 mg/L
Dibromochioromethane <0.0003 0.0005 mg/L
Dichloromethane <0.0003 0.0005 mg/L
Ethylbenzene <0.0005 0.0005 mg/L
m,p-Xylene <0.0005 0.0005 mg/L
o-Xylene <0.0005 0.0005 mg/L.
Styrene <0.0005 00005  mglL
Tetrachloroethene <0.0003 0.0005 mg/L
Toluene <0.0003 0.0005 mg/L
Total THMs <0.0005 0.0005 mg/L
trans-1,2-Dichloroethene <0.0003 0.0005 mg/L
Trichloroethene <0.0003 0.0005 mg/L
Vinyl chloride <0.0005 0.0005 mg/L
Xylenes (total) <0.0005 0.0005 mg/L

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.:

3080194

The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client Project: Drinking Water
POB 801 Project Number: New Source HAMP 13-0111 AZ

Gilbert, Arizona 85299 Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

Volatile Organic Compounds - Quality Control

Legend Technical Services of Arizona, Inc.

Reporting Spike Source %REC RPD

Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B3H0226 - Default Prep VOC
LCS (B3H0226-BS1) Prepared & Analyzed: 08/08/13
1,1,1-Trichloroethane 0.0019 0.0005 mg/L 0.00200 96 70-130
1,1,2-Trichloroethane 0.0019 0.0005 mg/L 0.00200 97 70-130
1,1-Dichloroethene 0.0019 0.0005 mg/L 0.00200 96 70-130
1,2 ,4-Trichlorobenzene 0.0017 0.0005 mg/L 0.00200 87 70-130
1,2-Dichlorobenzene 0.0019 0.0005 mg/L 0.00200 93 70-130
1,2-Dichloroethane 0.0019 0.0005 mg/L 0.00200 93 70-130
1,2-Dichloropropane 0.0019 0.0005 mg/L 0.00200 93 70-130
1,4-Dichlorobenzene 0.001¢ 0.0005 mg/L 0.00200 94 70-130
Benzene 0.0019 0.0005 mg/L 0.00200 94 70-130
Bromodichloromethane 0.0019 0.0005 mg/L 0.00200 94 70-130
Bromoform 0.0020 0.0005 mg/L 0.00200 98 70-130
Carbon tetrachloride 0.0021 0.0005 mg/L 0.00200 106 70-130
Chlorobenzene 0.0019 0.0005 mg/L 0.00200 95 70-130
Chloroform 0.0018 0.0005 mg/L 0.00200 90 70-130
cis-1,2-Dichloroethylene 0.0018 0.0005 mg/L 0.00200 90 70-130
Dibromochloromethane 0.0019 0.0005 mg/L 0.00200 96 70-130
Dichloromethane 0.0018 0.0005 mg/L 0.00200 94 70-130
Ethylbenzene 0.0018 0.0005 mg/L 0.00200 90 70-130
m.p-Xylene 0.0037 0.0005 mg/lL  0.00400 92 70-130
o-Xylene 0.0018 0.0005 mgl  0.00200 90 70-130
Styrene 0.0018 0.0005 mg/L 0.00200 91 70-130
Tetrachloroethene 0.0020 0.0005 mg/L 0.00200 100 70-130
Toluene 0.0018 0.0005 mg/L 0.00200 90 70-130
Total THMs 0.0076 0.0005 mg/L 0.00800 94 0-200
trans-1,2-Dichloroethene 0.0019 0.0005 mg/L 0.00200 94 70-130
Trichloroethene 0.0020 0.0005 mg/L 0.00200 97 70-130
Vinyl chloride 0.0020 0.0005 mg/L 0.00200 102 70-130
Xylenes (total) 0.0055 0.0005 mg/L 0.00600 92 0-200

Legend Technical Services of Arizona, Inc. The results in this report apply to the samples analyzed in

accordance with the chain of custody document. This

Laboratory Work Order No.: 3080194

analytical report must be reproduced in its entirety.
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Valued Client Project: Drinking Water
POB 801 Project Number: New Source HAMP 13-0111 AZ Reported:
Gilbert, Arizona 85299 Project Manager: Yellow Jacket Drilling Services 09/04/13 12:05

Volatile Organic Compounds - Quality Control

Legend Technical Services of Arizona, Inc.

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B3H0226 - Default Prep VOC
LCS Dup (B3H0226-BSD1) Prepared & Analyzed: 08/08/13
1,1,1-Trichloroethane 0.0019 0.0005 mg/L 0.00200 96 70-130 0.5 20
1,1,2-Trichloroethane 0.0021 0.0005 mg/L 0.00200 105 70-130 8 20
1,1-Dichloroethene 0.0020 0.0005 mg/L 0.00200 100 70-130 4 20
1,2,4-Trichlorobenzene 0.0017 0.0005 mg/L 0.00200 86 70-130 2 20
1,2-Dichlorobenzene 0.0019 0.0005 mg/L 0.00200 96 70-130 4 20
1,2-Dichloroethane 0.0019 0.0005 mg/L 0.00200 94 70-130 0.5 20
1,2-Dichloropropane 0.0019 0.0005 mg/L 0.00200 95 70-130 2 20
1,4-Dichlorobenzene 0.0018 0.0005 mg/L 0.00200 96 70-130 3 20
Benzene 0.0019 0.0005 mg/L 0.00200 95 70-130 0.5 20
Bromodichloromethane 0.0019 0.0005 mg/L 0.00200 94 70-130 1 20
Bromoform 0.0020 0.0005 mg/L 0.00200 100 70-130 2 20
Carbon tetrachloride 0.0021 0.0005 mg/L 0.00200 106 70-130 0.9 20
Chlorobenzene 0.0019 0.0005 mg/L 0.00200 95 70-130 0 20
Chloroform 0.0020 0.0005 mg/L 0.00200 98 70-130 9 20
cis-1,2-Dichloroethylene 0.0019 0.0005 mg/L 0.00200 96 70-130 8 20
Dibromochloromethane 0.0020 0.0005 mg/L 0.00200 99 70-130 3 20
Dichloromethane 0.0018 0.0005 mg/L 0.00200 93 70-130 1 20
Ethylbenzene 0.0018 0.0005 mg/L 0.00200 88 70-130 2 20
m.p-Xylene 0.0036 0.0005 mg/l  0.00400 89 70-130 3 20
o-Xylene 0.0018 0.0005 mgl  0.00200 0 70-130 1 20
Styrene 0.0018 0.0005 mg/L 0.00200 90 70-130 08 20
Tetrachloroethene 0.0021 0.0005 mg/L 0.00200 103 70-130 3 20
Toluene 0.0019 0.0005 mg/L 0.00200 95 70-130 8 20
Total THMs 0.0079 0.0005 mg/L 0.00800 99 0-200 4 200
trans-1,2-Dichloroethene 0.0020 0.0005 mg/L 0.00200 98 70-130 4 20
Trichloroethene 0.0018 0.0005 mg/L 0.00200 94 70-130 3 20
Vinyl chloride 0.0020 0.0005 mg/L 0.00200 100 70-130 2 20
Xylenes (total) 0.0054 0.0005 mg/L 0.00600 89 0-200 3 200

Legend Technical Services of Arizona, Inc. The results in this report apply to the samples analyzed in

accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.

Laboratory Work Order No.: 3080194
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Valued Client Project: Drinking Water
POB 801 Project Number: New Source HAMP 13-0111 AZ Reported:
Gilbert, Arizona 85299 Project Manager: Yellow Jacket Drilling Services 09/04/13 12:05

Semi-Volatile Organic Compounds - Quality Control

Legend Technical Services of Arizona, Inc.

Reporting Spike Source %REC RPD

Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B3H0443 - Default Prep GC-Semi
Blank (B3H0443-BLK1) Prepared & Analyzed: 08/15/13
3-Hydroxycarbofuran <0.0005 0.0005 mg/L
Aldicarb <0.0005 0.0005 mg/L
Aldicarb sulfone <0.0008 0.0008 mg/L
Aldicarb sulfoxide <0.0003 0.0005 mg/L
Carbaryl <0.0003 0.0005 mo/L
Carbofuran <0.0009 0.0009 mg/L
Methomyl <0.0005 0.0005 mg/L
Oxamyl <0.0020 0.0020 mg/L
LCS (B3H0443-BS1) Prepared & Analyzed: 08/15/13
3-Hydroxycarbofuran 0.0020 0.0005 mg/L 0.00200 102 70-130
Aldicarb 0.0020 0.0005 mg/L 0.00200 102 70-130
Aldicarb sulfone 0.0021 0.0008 mg/L 0.00200 103 70-130
Aldicarb sulfoxide 0.0022 0.0005 mg/L 0.00200 108 70-130
Carbaryl 0.0021 0.0005 mg/L 0.00200 104 70-130
Carbofuran 0.0021 0.0009 mg/L 0.00200 105 70-130
Methomyl 0.0021 0.0005 mg/L 0.00200 105 70-130
Oxamyl 0.0021 0.0020 mg/L 0.00200 108 70-130
LCS Dup (B3H0443-BSD1) Prepared & Analyzed: 08/15/13
3-Hydroxycarbofuran 0.0021 0.0005 mg/L 0.00200 103 70-130 0.3 20
Aldicarb 0.0020 0.0005 mg/L 0.00200 102 70-130 0.2 20
Aldicarb sulfone 0.0021 0.0008 mg/L 0.00200 103 70-130 0.2 20
Aldicarb sulfoxide 0.0022 0.0005 mg/L 0.00200 108 70-130 0.4 20
Carbaryl 0.0021 0.0005 mg/L 0.00200 104 70-130 0.2 20
Carbofuran 0.0021 0.0008 mg/L 0.00200 105 70-130 0.2 20
Methomyl 0.0021 0.0005 mg/L 0.00200 105 70-130 0.2 20
Oxamyl 0.0021 0.0020 mg/L 0.00200 105 70-130 0.9 20

Legend Technical Services of Arizona, Inc. The results in this report apply to the samples analyzed in

accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.

Laboratory Work Order No.: 3080194
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Valued Client Project: Drinking Water
POB 801 Project Number: New Source HAMP 13-0111 AZ
Gilbert, Arizona 85299 Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

Semi-Volatile Organic Compounds - Quality Control

Legend Technical Services of Arizona, Inc.

Reporting Spike Source %REC RPD

Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B3H0443 - Default Prep GC-Semi

Matrix Spike (B3H0443-MS1) Source: 3080462-01 Prepared & Analyzed: 08/15/13

3-Hydroxycarbofuran 0.0021 0.0005 mgiL 0.00200 <0.0005 103 70-130
Aldicarb 0.0020 0.0005 mg/L 0.00200 <0.0005 102 70-130
Aldicarb sulfone 0.0021 0.0008 mg/L 0.00200 <0.0008 106 70-130
Aldicarb sulfoxide 0.0022 0.0005 mg/L 0.00200 <0.0005 112 70-130

Carbaryl 0.0021 0.0005 mg/L 0.00200 <0.0005 104 70-130

Carbofuran 0.0021 0.0008 mg/L 0.00200 <0.0009 105 70-130

Methomyl 0.0021 0.0005 mg/L 0.00200 <0.0005 107 70-130

Oxamy! 0.0021 0.0020 mg/L 0.00200 <0.0020 107 70-130

Matrix Spike Dup (B3H0443-MSD1) Source: 3080462-01 Prepared & Analyzed: 08/15/13

3-Hydroxycarbofuran 0.0021 0.0005 mg/L 0.00200 <0.0005 103 70-130 0.1 30
Aldicarb 0.0020 0.0005 mg/L 0.00200 <0.0005 102 70-130 04 30
Aldicarb sulfone 0.0021 0.0008 mg/L 0.00200 <0.0008 105 70-130 0.5 30
Aldicarb sulfoxide 0.0022 0.0005 mg/L 0.00200 <0.0005 112 70-130 0.3 30
Carbaryl 0.0021 0.0005 mg/L 0.00200 <0.0005 104 70-130 04 30
Carbofuran 0.0021 0.0009 mg/L 0.00200 <0.0009 104 70-130 0.9 30
Methomyl 0.0021 0.0005 mg/L 0.00200 <0.0005 108 70-130 04 30
Oxamyl 0.0022 0.0020 mg/L 0.00200 <0.0020 108 70-130 0.2 30
Legend Technical Services of Arizona, Inc. The results in this report apply to the samples analyzed in

accordance with the chain of custody document. This

Laboratory Work Order No.: 3080194

analytical report must be reproduced in its entirety.
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Valued Client Project: Drinking Water
POB 801 Project Number: New Source HAMP 13-0111 AZ
Gilbert, Arizona 85299 Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

Herbicides - Quality Control

Legend Technical Services of Arizona, Inc.

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B3H0181 - Default Prep GC-Semi
Blank (B3H0181-BLK1) Prepared & Analyzed: 08/08/13
Glyphosate <0.006 0.006 mg/L
LCS (B3H0181-BS1) Prepared & Analyzed: 08/08/13
Glyphosate 0.054 0.008 mg/L 0.0500 108 70-130
LCS Dup (B3H0181-BSD1) Prepared & Analyzed: 08/08/13
Glyphosate 0.049 0.008 mg/L 0.0500 97 70-130 10 20
Matrix Spike (B3H0181-MS1) Source: 3072452-01 Prepared & Analyzed: 08/08/13
Glyphosate 0.051 0.008 mg/L 0.0500 <0.008 103 70-130
Matrix Spike Dup (B3H0181-MSD1) Source: 3072452-01 Prepared & Analyzed: 08/08/13
Glyphosate 0.051 0.008 mg/L 0.0500 <0.006 101 70-130 2 20
Legend Technical Services of Arizona, Inc. The results in this report apply to the samples analyzed in

accordance with the chain of custody document. This

Laboratory Work Order No.: 3080194

analytical report must be reproduced in its entirety.
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Valued Client
POB 801
Gilbert, Arizona 85299

Project: Drinking Water

Project Number: New Source HAMP 13-0111 AZ
Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

PESTICIDES/PCBS 505 - Quality Control

Legend Technical Services, Inc.

Reporting Spike Source RPD
Analyte Result Limit Units Level Result %REC RPD Limit Notes
Batch B3H1414 - EPA 500 Series
Blank (B3H1414-BLK1) Prepared & Analyzed: 08/14/13
Aroclor 1016 <0.000080 0.000080 mg/L
Aroclor 1221 <0.020 0.020 mg/L.
Aroclor 1232 <0.00050 0.00050 mg/L
Aroclor 1242 <0.00030 0.00030 mg/L
Aroclor 1248 <0.00010 0.00010 mg/L
Aroclor 1254 <0.00010 0.00010 mg/L
Aroclor 1260 <0.00020 0.00020 mg/L
Chlordane <0.00020 0.00020 mg/L
Toxaphene <0.0010 0.0010 mg/L
LCS (B3H1414-BS1) Prepared & Analyzed: 08/14/13
Toxaphene 0.00223 0.0010 mg/L 0.00200 111
LCS Dup (B3H1414-BSD1) Prepared & Analyzed: 08/14/13
Toxaphene 0.00202 0.0010 mg/L 0.00200 101 9.99 20

Matrix Spike (B3H1414-MS1)

Source: 1303732-01

Prepared & Analyzed: 08/14/13

Toxaphene

0.00189

0.0010

mg/L

0.00196 <0.0010

96.4

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.:

3080194

The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client
POB 801
Gilbert, Arizona 85299

Project: Drinking Water
Project Number: New Source HAMP 13-0111 AZ
Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

EPA 504.1 - Quality Control

UL#AZ0432

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch 182492 - MLLE
Blank (2873191) Source: 41048 Prepared & Analyzed: 08/08/13
1,2-Dibromo-3-chloropropane (DBCP) <0.00001 0.00001 mgiL -
1,2-Dibromoethane (EDB) <0.00001 0.00001 mg/L -
Reference (2873192) Source: 41048 Prepared & Analyzed: 08/08/13
1,2-Dibromo-3-chloropropane (DBCP) 0.00002 0.00001 mg/L 0.00002 110 60-140
1,2-Dibromoethane (EDB) 0.00002 0.00001 mg/L 0.00002 116 60-140
Reference (2873193) Source: 41048 Prepared & Analyzed: 08/08/13
1,2-Dibromo-3-chloropropane (DBCP) 0.00010 0.00001 mg/L 0.0001 102 70-130
1,2-Dibromoethane (EDB) 0.00010 0.00001 mg/L 0.0001 96 70-130
Reference (2873194) Source: 41048 Prepared: 08/08/13 Analyzed: 08/09/13
1,2-Dibromo-3-chloropropane (DBCP) 0.00010 0.00001 mg/L 0.0001 104 70-130
1,2-Dibromoethane (EDB) 0.00009 0.00001 mg/L 0.0001 91 70-130
LCS (2873195) Source: 41048 Prepared & Analyzed: 08/08/13
1,2-Dibromo-3-chloropropane (DBCP) 0.00023 0.00001 mg/L  0.000257 89 70-130
1,2-Dibromoethane (EDB) 0.00020 0.00001 mg/L 0.000257 80 70-130
LCS (2873196) Source: 41048 Prepared & Analyzed: 08/08/13
1,2-Dibromo-3-chloropropane (DBCP) 0.00024 0.00001 mg/l.  0.000257 94 70-130
1,2-Dibromoethane (EDB) 0.00021 0.00001 mg/L 0.000257 82 70-130

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.:

3080194

The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client
POB 801

Gilbert, Arizona 85299

Project: Drinking Water
Project Number: New Source HAMP 13-0111 AZ
Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

EPA 515.3 - Quality Control

UL#AZ0432

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch 182762 - MLLE
Blank (2877349) Source: 41130 Prepared: 08/15/13 Analyzed: 08/16/13
2,4,5-TP (Silvex) <0.0001 0.0001 mg/L -
24-D <0.0001 0.0001 mg/L -
Dalapon <0.0010 0.0010 mg/L -
Dicamba <0.0001 0.0001 mg/L -
Dinoseb <0.0001 0.0001 mg/L -
Pentachlorophenol <0.00004 0.00004 mg/L -
Picloram <0.0001 0.0001 mg/L -
LCS (2877350) Source: 41130 Prepared: 08/15/13 Analyzed: 08/16/13
2,4,5-TP (Silvex) <0.0001 0.0001 mg/L 0.0001 88 48-148
2.4-D 0.0003 0.0001 mg/L 0.0002 139 24-138 N4
Dinoseb 0.0002 0.0001 mg/L 0.0002 111 39-141
Pentachlorophenol 0.00004 0.00004 mg/L 0.00004 110 30-171
Picloram 0.0001 0.0001 mg/L 0.0001 121 24-150
Reference (2877360) Source: 41130 Prepared: 08/15/13 Analyzed: 08/16/13
2,4,5-TP (Silvex) 0.0005 0.0001 mg/L 0.0005 110 70-130
2.4-D 0.0013 0.0001 mg/L 0.001 130 70-130
Dalapon 0.0011 0.0010 mg/L 0.001 112 70-130
Dicamba 0.0011 0.0001 mg/L 0.001 111 70-130
Dinoseb 0.0011 0.0001 mg/L 0.001 108 70-130
Pentachlorophenol 0.00023 0.00004 mg/L 0.0002 113 70-130
Picloram 0.0006 0.0001 mg/L 0.0005 115 70-130
Reference (2877361) Source: 41130 Prepared: 08/15/13 Analyzed: 08/17/13
2,4,5-TP (Silvex) 0.0015 0.0001 mg/L 0.0015 103 70-130
2,.4-D 0.0033 0.0001 mg/L 0.003 109 70-130
Dalapon 0.0031 0.0010 mg/L 0.003 103 70-130
Dicamba 0.0031 0.0001 mg/L 0.003 102 70-130
Dinoseb 0.0032 0.0001 mg/L 0.003 106 70-130
Pentachlorophenol 0.00064 0.00004 mg/L 0.0006 106 70-130
Picloram 0.0017 0.0001 mg/L 0.0015 111 70-130

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.:

3080194

The results in this report apply to the samples analyzed in

accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client
POB 801
Gilbert, Arizona 85299

Project: Drinking Water
Project Number: New Source HAMP 13-0111 AZ
Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

EPA 525.2 - Quality Control

UL#AZ0432

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch 182555 - SPE
Blank (2874269) Source: 41068 Prepared & Analyzed: 08/09/13
Alachlor <0.0001 0.0001 mg/L -
Aldrin <0.0001 0.0001 mg/L -
Atrazine <0.0001 0.0001 mg/L -
Benzo(a)pyrene <0.00002 0.00002 mg/l. -
Butachior <0.0001 0.0001 mg/L -
Di(2-ethylhexyhadipate <0.0008 0.0006  mgiL -
Di(2-ethylhexyl)phthalate <0.0006 0.0006  mgiL -
Dieldrin <0.0001 0.0001 mg/L -
Endrin <0.00001 0.00001 mg/L -
gamma-BHC (Lindane) <0.00002 0.00002 mgiL -
Heptachlor <0.00004 0.00004 mg/L. -
Heptachlor epoxide <0.00002 0.00002 mg/L -
Hexachlorobenzene <0.0001 0.0001 mg/L -
Hexachlorocyclopentadiene <0.0001 0.0001 mgiL -
Methoxychlor <0.0001 0.0001 mg/L -
Metolachlor <0.0001 0.0001 mg/L -
Metribuzin <0.0001 0.0001 mg/L -
Propachlor <0.0001 0.0001 mg/L -
Simazine <0.00007 0.00007 mg/L -
LCS (2874270) Source: 41068 Prepared & Analyzed: 08/09/13
Alachlor <0.0001 0.0001 mg/L 0.0001 96 66-122
Atrazine <0.0001 0.0001 mg/L 0.0001 98 73-138
Benzo(a)pyrene 0.00002 0.00002 mg/L 0.00002 105 43-174
Di(2-ethylhexyl)adipate 0.0007 0.0006  mglL 0.0008 118 75-147
Di(2-ethythexyl)phthalate 0.0006 0.0006  mglL 0.0008 101 54-149
Endrin <0.00001 0.00001 mg/L 0.00001 80 42-294
gamma-BHC (Lindane) 0.00002 0.00002 mg/L 0.00002 105 73-150
Heptachlor <0.00004 0.00004 mg/L 0.00004 80 65-124
Heptachlor epoxide <0.00002 0.00002 mg/L 0.00002 75 46-163
Hexachlorobenzene <0.0001 0.0001 mg/L 0.0001 64 62-114
Hexachlorocyclopentadiene <0.0001 0.0001 mg/L 0.0001 68 51-102
Methoxychlor <0.0001 0.0001 mg/L 0.0001 95 51-111
Metolachlor <0.0001 0.0001 mg/L 0.0001 94 61-116
Simazine <0.00007 0.00007 mg/L 0.00007 83 66-118

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.:

3080194

The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client
POB 801
Gilbert, Arizona 85299

Project: Drinking Water
Project Number: New Source HAMP 13-0111 AZ
Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

EPA 525.2 - Quality Control

UL#AZ0432

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch 182555 - SPE
LCS (2874271) Source: 41068 Prepared & Analyzed: 08/09/13
Alachlor 0.0021 0.0001 mg/L 0.002 104 70-130
Aldrin 0.0017 0.0001 mg/L 0.002 86 70-130
Atrazine 0.0022 0.0001 mg/L 0.002 109 70-130
Benzo(a)pyrene 0.001¢ 0.00002 mg/L 0.002 96 70-130
Butachlor 0.0019 0.0001 mg/L 0.002 97 70-130
Di(2-ethylhexyladipate 0.0023 0.0006 mg/L 0.002 114 70-130
Di(2-ethylhexyl)phthalate 0.0020 0.0006  mglL 0.002 102 70-130
Dieldrin 0.0020 0.0001 mg/L 0.002 98 70-130
Endrin 0.0020 0.00001 mg/L 0.002 99 70-130
gamma-BHC (Lindane) 0.0021 0.00002 mg/L 0.002 103 70-130
Heptachlor 0.0019 0.00004 mg/L 0.002 95 70-130
Heptachior epoxide 0.0020 0.00002 mg/L 0.002 99 70-130
Hexachlorobenzene 0.001¢ 0.0001 mg/L 0.002 93 70-130
Hexachlorocyclopentadiene 0.0020 0.0001 mgiL 0.002 102 70-130
Methoxychlor 0.0021 0.0001 mg/L 0.002 104 70-130
Metolachlor 0.0020 0.0001 mg/L 0.002 102 70-130
Metribuzin 0.0018 0.0001 mg/L 0.002 91 70-130
Propachlor 0.0022 0.0001 mg/L 0.002 109 70-130
Simazine 0.0019 0.00007 mg/L 0.002 94 70-130
Reference (2874273) Source: 41069 Prepared & Analyzed: 08/09/13
Alachlor 0.0010 0.0001 mg/L 0.001 102 70-130
Aldrin 0.0009 0.0001 mg/L 0.001 87 70-130
Afrazine 0.0010 0.0001 mg/L 0.001 97 70-130
Benzo(a)pyrene 0.0010 0.00002 mg/L 0.001 102 70-130
Butachlor 0.0010 0.0001 mg/L 0.001 98 70-130
Di(2-ethythexy!adipate 0.0011 0.00068  mg/l 0.001 113 70-130
Bi(2-ethylhexyl)phthalate 0.0010 0.0008 mg/L 0.001 98 70-130
Dieldrin 0.0009 0.0001 mg/L 0.001 95 70-130
Endrin 0.00100 0.00001 mg/L 0.001 100 70-130
gamma-BHC (Lindane) 0.00095 0.00002 mg/L 0.001 95 70-130
Heptachlor 0.00095 0.00004 mg/L 0.001 95 70-130
Heptachlor epoxide 0.00091 0.00002 mg/L 0.001 91 70-130
Hexachlorobenzene 0.0009 0.0001 mg/L 0.001 92 70-130
Hexachlorocyclopentadiene 0.0011 0.0001 mg/L 0.001 106 70-130
Methoxychlor 0.0010 0.0001 mg/L 0.001 98 70-130
Metolachlor 0.0009 0.0001 mg/L 0.001 94 70-130
Metribuzin 0.0010 0.0001 mg/L 0.001 105 70-130
Propachlor 0.0010 0.0001 mg/L 0.001 101 70-130
Simazine 0.00091 0.00007 mg/L 0.001 91 70-130

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.:

3080194

The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client
POB 801
Gilbert, Arizona 85299

Project: Drinking Water
Project Number: New Source HAMP 13-0111 AZ
Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

EPA 525.2 - Quality Control

UL#AZ0432
Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes

Batch 182555 - SPE

Reference (2874274)

Source: 41069

Prepared: 08/09/13 Analyzed: 08/10/13

Alachlor 0.0010 0.0001 mg/L 0.001 97 70-130
Aldrin 0.0009 0.0001 mg/L 0.001 93 70-130
Atrazine 0.0010 0.0001 mg/L 0.001 100 70-130
Benzo(a)pyrene 0.0010 0.00002 mg/L 0.001 101 70-130
Butachlor 0.0010 0.0001 mg/L 0.001 95 70-130
Di(2-ethylhexyladipate 0.0011 0.0006 mg/L 0.001 114 70-130
Di(2-ethylhexyl)phthalate 0.0010 0.0006  mglL 0.001 104 70-130
Dieldrin 0.0010 0.0001 mg/L 0.001 100 70-130
Endrin 0.00095 0.00001 mg/L 0.001 95 70-130
gamma-BHC (Lindane) 0.00099 0.00002 mg/L 0.001 99 70-130
Heptachlor 0.00096 0.00004 mg/L 0.001 96 70-130
Heptachior epoxide 0.00088 0.00002 mg/L 0.001 88 70-130
Hexachlorobenzene 0.0009 0.0001 mg/L 0.001 92 70-130
Hexachlorocyclopentadiene 0.0011 0.0001 mgiL 0.001 108 70-130
Methoxychlor 0.0010 0.0001 mg/L 0.001 98 70-130
Metolachlor 0.0009 0.0001 mg/L 0.001 95 70-130
Metribuzin 0.0010 0.0001 mg/L 0.001 103 70-130
Propachlor 0.0010 0.0001 mg/L 0.001 101 70-130
Simazine 0.00091 0.00007 mg/L 0.001 91 70-130
Reference (2874461) Source: 41069 Prepared: 08/09/13 Analyzed: 08/10/13

Alachlor 0.0010 0.0001 mg/L 0.001 104 70-130
Aldrin 0.0009 0.0001 mg/L 0.001 92 70-130
Atrazine 0.0009 0.0001 mg/L 0.001 93 70-130
Benzo(a)pyrene 0.0010 0.00002 mg/L 0.001 102 70-130
Butachlor 0.0011 0.0001 mg/L 0.001 107 70-130
Di(2-ethythexy!adipate 0.0012 0.00068  mg/l 0.001 122 70-130
Di(2-ethylhexyl)phthalate 0.0012 0.0006  mglL 0.001 116 70-130
Dieldrin 0.0010 0.0001 mg/L 0.001 104 70-130
Endrin 0.0012 0.00001 mg/L 0.001 116 70-130
gamma-BHC (Lindane) 0.0010 0.00002 mg/L 0.001 101 70-130
Heptachlor 0.0010 0.00004 mg/L 0.001 105 70-130
Heptachlor epoxide 0.0010 0.00002 mg/L 0.001 102 70-130
Hexachlorobenzene 0.0009 0.0001 mg/L 0.001 92 70-130
Hexachlorocyclopentadiene 0.0011 0.0001 mg/L 0.001 109 70-130
Methoxychlor 0.0010 0.0001 mg/L 0.001 99 70-130
Metolachlor 0.0010 0.0001 mg/L 0.001 98 70-130
Metribuzin 0.0010 0.0001 mg/L 0.001 105 70-130
Propachlor 0.0010 0.0001 mg/L 0.001 103 70-130
Simazine 0.00085 0.00007 mg/L 0.001 85 70-130

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.:

3080194

The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client
POB 801
Gilbert, Arizona 85299

Project: Drinking Water
Project Number: New Source HAMP 13-0111 AZ
Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

EPA 548.1 - Quality Control

UL#AZ0432

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch 182548 - SPE
Blank (2874283) Source: 41070 Prepared & Analyzed: 08/09/13
Endothall <0.0090 0.0090 mg/L -
LCS (2874284) Source: 41070 Prepared & Analyzed: 08/09/13
Endothall 0.10 0.0090 mg/L 0.1 101 70-142
LCS (2874285) Source: 41070 Prepared & Analyzed: 08/09/13
Endothall 0.012 0.0090 mg/L 0.009 133 38-161
Reference (2874287) Source: 41071 Prepared & Analyzed: 08/09/13
Endothall 0.1 0.0090 mg/L 0.1 109 70-130
Reference (2874288) Source: 41071 Prepared & Analyzed: 08/09/13
Endothall 0.1 0.0090 mg/L 0.1 108 70-130
Reference (2874289) Source: 41071 Prepared: 08/09/13 Analyzed: 08/10/13
Endothall 0.1 0.0090 mg/L 0.1 105 70-130

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.:

3080194

The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client
POB 801
Gilbert, Arizona 85299

Project: Drinking Water
Project Number: New Source HAMP 13-0111 AZ
Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

EPA 549.2 - Quality Control

UL#AZ0432
Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes

Batch 182420 - SPE

Reference (2871677)

Source: 40865 Prepared: 07/25/13 Analyzed: 08/07/13

Diquat

Reference (2871678)

0.0018 0.0004 mg/L 0.002 91 80-120

Source: 40865 Prepared: 07/25/13 Analyzed: 08/07/13

Diquat 0.0047 0.0004 mg/L 0.005 94 80-120
LCS (2871679) Source: 41028 Prepared & Analyzed: 08/07/13

Diquat 0.0041 0.0004 mg/L 0.005 83 70-130
Blank (2871680) Source: 41028 Prepared & Analyzed: 08/07/13

Diquat <0.0004 0.0004 mg/L -
LCS (2871681) Source: 41028 Prepared & Analyzed: 08/07/13

Diquat <0.0004 0.0004 mg/L 0.0004 55 21-161

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.:

3080194

The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client Project: Drinking Water
POB 801 Project Number: New Source HAMP 13-0111 AZ Reported:
Gilbert, Arizona 85299 Project Manager: Yellow Jacket Drilling Services 09/04/13 12:05

EPA-5 1613B-Tetras - Quality Control

Pace Analytical Services, Inc.

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch 13756 - 1613
Blank (BLANK-37386) Prepared: 08/12/13 Analyzed: 08/14/13
Dioxin ND  0.000000005 mg/L 31-137
LCS (LCS-37387) Prepared: 08/12/13 Analyzed: 08/14/13
Dioxin 2.4e-007  0.000000005 mg/L 200 73-146
LCSD (LCSD-37388) Source: LCS-37387 Prepared: 08/12/13 Analyzed: 08/14/13
Dioxin 2.4e-007  0.000000005 mg/L 200  0.00000024 73-146 1.8 0
Legend Technical Services of Arizona, Inc. The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
Laboratory Work Order No.: 3080194 vt P P 4
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Valued Client Project: Drinking Water
POB 801 Project Number: New Source HAMP 13-0111 AZ Reported:
Gilbert, Arizona 85299 Project Manager: Yellow Jacket Drilling Services 09/04/13 12:05

Notes and Definitions

S7 Surrogate recovery was below laboratory and method acceptance limits. Unable to confirm matrix effect.

S12 Surrogate recovery was low. Data reported per ADEQ policy 0154.000.

N4 The Minimum Reporting Limit (MRL) verification check did not meet laboratory acceptance limits.

N1 See case narrative

H5 This test is specified to be performed in the field within 15 minutes of sampling; sample was received and analyzed past the

regulatory holding time.

E7 Concentration estimated. Internal standard recoveries did not meet laboratory acceptance criteria.
D1a Sample required dilution due to matrix.

D1 Sample required dilution due to matrix

BLK Method Blank

LCS/Dup  Laboratory Control Sample/Laboratory Fortified Blank/Duplicate

MS/Dup Matrix Spike/Duplicate

Dry Sample results reported on a dry weight basis
RPD Relative Percent Difference
Legend Technical Services of Arizona, Inc. The results in this report apply to the samples analyzed in

accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.

Laboratory Work Order No.: 3080194
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Valued Client Project: Drinking Water
POB 801 Project Number: New Source HAMP 13-0111 AZ Reported:
Gilbert, Arizona 85299 Project Manager: Yellow Jacket Drilling Services 09/04/13 12:05

CHAIN OF CUSTODY RECORD

Teshnical Services, Inc.

17631 N, 25t Avanue » Phoenix, AZ 85023 + (602) 324-6100 « Fax (602) 324-8101 R
{34585 8. Paic Yerde Rd, Ste 423 - Tucson, AZ 85706 » {520) 3271234 ~ Fax {520) 327-0518 Page 5 of 5
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Legend Technical Services of Arizona, Inc. The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.

Laboratory Work Order No.: 3080194 vt P P 4
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Valued Client
POB 801

Project: Drinking Water
Project Number: New Source HAMP 13-0111 AZ

Gilbert, Arizona 85299 Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

The "new source approval” test from Legend Technical Services shall comply with the most

recent version of the National Primary Drinking Water Regulations and shall test for the

following general classes of contaminants:

1. Microorganisms

Organic Chemicals R O O\ “

N

tnorganic Chermtcals

3
4. Radiconuciides

The Contractor shall also sample and test for the following secondary parameters to determins

water chermistry that may lead 1o customer complaints or opearation and maintenances problems:

1 Atkalinity ™
Z2. Aluminum ™
3. Caloium

Chioride &

feis
7. Corrosivity

8. Flouride” -

9. Hardness as CcCacos’
10. trom

11. Magnesium ™

12, Manganese =

. Bickel

16, Sitver ™

17. Sodium

18. Sulfate -~

19. Total Dissolved Solids (TDS) &
20, Totat Organic Carbon (TOG) -
21. Zinc v 7

22 Sitica

Sample analysis (both acguisition and payment) shall be the sole responsibility of the

Contractor. The Project Engineer shall be present during water sampling and shall inittal the

custody seals of the sample containers.

Legend Technical Services of Arizona, Inc.

The results in this report apply to the samples analyzed in

accordance with the chain of custody document. This
Laboratory Work Order No.: 3080194 analytical report must be reproduced in its entirety.
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Valued Client
POB 801
Gilbert, Arizona 85299

Project: Drinking Water
Project Number: New Source HAMP 13-0111 AZ
Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

i egend Technical Services of Arizona, inc.

3080194

PO Number:
SUBCONTRACT CRDER
3080184

SENDING LABORATORY

Legend Technical Services of Arizona, Inc.
17631 North 25th Avenue

Phaenix, AZ 85023

Fhone: G02-324-6100

Fax: 602-324-6101

Froject Manager: Corm Lund

Drinking Water

Project:

RECEIVING LABORATORY:

Legend Technical Services, St. Paul AZOS57
88 Empire Drive

Saint Paul, MN £5103

FPhone ((800) 826-85853

Fax: (851) 642-1239

Client YO\ Gerd Clieomd - Yeillow) J3acke v ey AASEN

Analysis Due

Expires Sample Comments

Sample ID: 3080194-01 Drinking Watc

Sampled:

08/04/13 05:00

S05-Subcontract 08/14/13 092:00

Containers Supplied:
10_40mi. Sodium Thiosulfate Clear Vial Cool to 4 C (QY)
10_40mi. Sodium Thiosalfate Clear Vial Cool to 4 C (R)

a8/18713 05:00

Special Instructions:

* The sarnple matrix for leachates supplied to the MM laboratory reflects the matrix of the originat

sample received by LEGEND AZ

Aubres Jerome x AC) % 1503 1HeRd “e ot . X B3 Lo
Released By (Print & Sigrij~+—"7] Date ime Received By (Frint & Sign) Date Time

X
Relessed By (FPrint & Sign) Date Time Received By (Print & Sign) Date Time

Page 1t of 1

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.: 3080194

The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client
POB 801
Gilbert, Arizona 85299

Project: Drinking Water
Project Number: New Source HAMP 13-0111 AZ
Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

Legend Technical Services of Arizona, inc.

SUBCONTRACT ORDER

Sampled By &hx,rry Fritz

3080194

Compliance?: Yes No

SENDING LABORATORY:

tegend Technical Services of Arizona, inc.
17631 North 28th Avenue

Phoeanix, AZ 85023

FPhone: 802-324-6100

Fax: 602-324-6101

Project Manager: Cory Lund

RECEIVING LABORATORY:

Radiation Safety Engineering
32486 N. Washington
Chandier, AZ 85225

Phone :((480) 887-9459

Fax: (480) 822-5446G

Analysis e Expires

Samuple Type

i <
cirgle one Sampls Comments

Sample 1D: 3080124-01 Drinking W Sampied:08/04/43 05:00

Grab Composite N/A

Radgium 228
Radiurn 226

08/14/13 09:00 01/31/14 05:00
08/14/13 09:00 01/31/14 05:00

Gross Alpha Q8/14/13 0900 Q8/14/13 05:00

Cantainers Supplied:
Q6_1000mL Plastic pH <2 w/ HNO3 (C)
QG_1000mi. Plastic pH <2 w/ FHINO3 (I}
Q6 __1000mL Plastic pH <2 w/ HNO3 (E)
A6_1000mL Plastic pH <2 w/ FING3 (F)

A i -~ -

Aubrees Jerome X ("\ . > SR [GoLo8) Sl yy B .
Released By (Frint & S;gm_\/‘f . Daile Time \:ad By (an &S Date Time

N . R e TP N e £y

| SYUVRCNIINN ,/{W.//e & >/’z % 1eleT }\4 sovadia \ i(‘)\\!\}m\k RIS DD 143.07
Released By (Print & Signy  © L) Refaived By (Print & Signy Dale Time

FPage 2 of 2

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.: 3080194

The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client
POB 801
Gilbert, Arizona 85299

Project: Drinking Water
Project Number: New Source HAMP 13-0111 AZ
Project Manager: Yellow Jacket Drilling Services

Reported:

Legend Technical Services of Arizona, Inc.

PO NMumber: 3080194

SUBCONTRACT ORDER Sampled By:Sheny Fritz

Compliance?: Yes No
3080194
SENMDING LABORATORY : RECEIVING LABORATORY:
Legend Technical Services of Arizona, inc. Fibarguant Analytical Services
17631 North 26th Avenuse £025 S. 33rd Street
FPhoenix, AZ 85023 Phoenix, AZ 85040
FPhone: 602-324-6100 Phone (602) 276-6139
Fax: 602-324-6101 Fax: (602) 276-4558
Project Manager: Cory Lund
Analysis Due Expires Sar(:’;gkeea;gpe Sampie Comments
Sample ID: 30801584-01 Drinking W Sampled:08/04/13 05:00 Grab Composite N/A
Asbestos Q3/14/13 09:00 0B/06/13 05:00
Containesrs Supplied:
03_1000mi. Plastic Cool to 4% C (T}
% A g X R
Aubres Jerome XW} (‘5"/\‘3/[/ 5 }ioo V—MC %'v’ U, u e ?3’/6’1'“3 [g=leled
Released By (Print & ’Slg’h) '/ Date Time Received By (Print & C‘gn) Date Time
/}/ Mo Lov i j LA j o mfeafs VAT g e e 5'3/ 5 F
Released By (FPrinf & :q / Date Time Received By (F’rml & Sign) Date
- 4;)}(@. e 1sent spnhiewy 30 maiasyy Page 1 of 2

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.: 3080194

The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client
POB 801
Gilbert, Arizona 85299

Project: Drinking Water
Project Number: New Source HAMP 13-0111 AZ
Project Manager: Yellow Jacket Drilling Services

Reported:

Legend Technical Services of Arizona, inc.

PO Number:

SUBCONTRACT ORDER
30801984

SENDING LABORATORY:

L.egend Technical Services of Arizona, Inc.
17631 North 25th Avenue

Phosnix, AZ 38023

Phone: 602-324-6100

Fax: 602-324-6101

Project Managen: Cory t.und

Underwriter's Laboratories
110 S, Hill Street

Scouth Band, N 48617
Phone ((800) 332-4345
Fax: (574) 233-8207

Analysis Dues

Expires

Samplie Type

hrole ono Sample Caomments

Sample ID: 308019401 Drinking W,

Sampled:08/04/13 05:00

Grab Composite N/A

549-Subcontract
548-SBubcontract
528-Bubcontract
516-Subcontract
504-Supcontract
Containers Supplied:
11 _126mi Amber Glass Bottle w/ Sodiuwn Sulfite (H)
11..3256mi. Amber Glass Botille w/ Sodium Suifite (1)
20_500mL. Amber Plastic w/ S.T. & H2S04 ((4)
07 1000mL Amber Glass ptl <2 w/ 88 & HGCH (K)
C7_1000mL Amber Glass pH <2 w/ S8 & HCH (L)
10_40mL Sodiurn Thiosulfate Clsar Vial Coot to 4° C (M)
10_40mL Sodiuny Thiosuifate Glear Vial Caool o 4° C (N)
10_40mi Sodiun Thiosulfate Clear Vial Caotl ta 4° C (O}
10,40 Sodium Thiosuifate Clear Vial Coof ta 4° G (P)

Q8/14/13 09:00
08/14/13 08:00
Q8/14/13 09:00
08/14/13 02:00
08/14/13 0900

O8B/11/13 056:00
08/11/13 0500
O8B/18/13 05:00
O8/18/M13 05:00
C8/18/13 05:00

Aubres Jerome x (7() B{SE e Feod Ex = Bl Lo RO
Released By (Print & Sigrp 4 [ Date Time Received By (Frint & Sign) Date Time

g B 2 - .
Released By (Print & Sigin) Date Time Received By (Print & Sign) Date Time

Page 2 af 2

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.: 3080194

The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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Valued Client
POB 801
Gilbert, Arizona 85299

Project: Drinking Water

Project Number: New Source HAMP 13-0111 AZ
Project Manager: Yellow Jacket Drilling Services

Reported:
09/04/13 12:05

L.egend Technical Services of Arizona, inc.

PO Number: 3080194
SUBCONTRACT ORDER
3080194

SENDING L ABORATORY:

Legend Technical Services of Arizona, Inc. Pace Analyticat Services

17631 North 25th Avenue 1700 Elm Street, Suite 200

FPhoenix, AZ 85023 Minneapcolis, MN 55414

FPhona: 602-324-6100 FPhone (812) 6071700

Fax: 602-324-8101 Fax: (812) 607-6444

Project Manager: Cory Lund

Analysis Dues Expires Sal;\'gieozgpe Sample Comments

Sample {D: 3080184-01  Drinking W Sampled:08/04/13 05:00 Grab Composite MA

1613-Subcontract 08&/14/13 09:00 11/02/13 O5:00

Containers Supplied:

O2_1000ml. Amber Glass Cool to 4° & (A)

02_1000mi. Amber Glass Coolto 4° O (B)
Aubres Jerome X RIS o RO rFed Ex X Sl /13 e
Released By (Print & Sign~—+"1 Date Time Received Ry (Print & Sign) Date Time
ed
Releasaed By (Frint & Sign) Date Time Received By (Print & Sign) Date Time

Page 1 of 2

Legend Technical Services of Arizona, Inc.

Laboratory Work Order No.: 3080194

The results in this report apply to the samples analyzed in
accordance with the chain of custody document. This
analytical report must be reproduced in its entirety.
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